Purpose: Commonly 2D scouts or topograms are used prior to CT scan acquisition. However, low-dose 3D scouts could potentially provide additional information for more effective patient positioning and selection of acquisition protocols. We propose using model-based iterative reconstruction to reconstruct low exposure tomographic data to maintain image quality in both low-dose 3D scouts and reprojected topograms based on those 3D scouts.
I. INTRODUCTION
Computed tomography (CT) is widespread and plays an important role in diagnostic image; however, there have been increasing concerns about the radiation exposures received by patients. There are many factors that influence patient dose including patient positioning 1, 2 and dose reduction methods like tube current modulation 3, 4 that customize the x-ray exposure to the patient. Both of these elements rely on understanding patient size, location within the scanner, and the anatomical targets of interest. Traditionally, this information is gathered through 2D "scout" or "survey" projections of the patient called topograms. Typically, one anterior-posterior view and/or one lateral view are collected to verify patient position, field of view, and to drive current modulation schemes.
A number of more advanced dose reduction strategies are in development including fluence-field modulation, 5, 6 region-of-interest scanning, 7, 8 and task-driven acquisition and reconstruction; 9 however, these approaches generally require more anatomical information than one-or two-view projection data. Recently, 3D scouts have been proposed 10 as an alternative to traditional topograms. For these scans to be effective, one must collect projection data at very low exposures (e.g., at the same level of traditional topograms) and the image quality must be sufficient for the given application. As in previous work, 10 we note that model-based reconstruction is an important tool for maintaining image quality with very low-dose acquisitions.
In this work, we investigate low-dose CT acquisitions appropriate for generating 3D scouts and use penalizedlikelihood reconstruction to mitigate noise in the low-exposure data. We concentrate on abdominal imaging using a cone-beam CT test-bench and make dose measurements associated with different exposure levels. Moreover, we consider the image quality associated with both the 3D scout image volumes as well as reprojected data that emulates traditional topogram data collections.
II. METHODS

A) Data acquisition and Basic Processing
For our investigations, an abdominal phantom (Kyoto Kagaku, Kyoto, Japan) was scanned on a custom conebeam CT test-bench (See Figure 1) . The x-ray generator and controls were modified to permit frame-to-frame fi modulation of the x-ray pulse width (e.g., to emulate tube current modulation) though only constant pulse widths were used in these experiments. An x-ray technique of 100 kVp and 20 mA were used for all experiments with 360 views and the same geometry for all of them. We acquired data over a range of 0.1-30 ms commanded pulses. Projection data were corrected for the offset and gain. 20 offset frames were acquired before and after each acquisition and averaged to form a mean offset image. Air scans of 100 frames were acquired for each pulse length for gain correction. Standard geometric calibrations were performed to determine the system geometry for reconstruction.
B) Pulse Width Verification and CTDI measurements
Due to the customization of the x-ray generator for pulse-width modulation, pulse length measurements were made using the Accu-Pro kV sensor (RadCal, Monrovia, CA) for each of the commanded pulse widths. To measure the dose for each exposure level, we used the Accu-Pro system with a 0.6 cc Farmer chamber and 32 cm CTDI phantom. CTDI phantom scans were collimated to a 4 cm width (at the phantom). Integral doses were measured on the center and peripheral locations of the CTDI phantom, allowing the calculation of a weighted CTDI:
For measurements with commanded pulse widths between 0.1ms and 1.25ms, the equipment was not sensitive enough to measure the dose at the center (i.e., zero reading). Therefore, to compute CTDIW we scaled a longer pulse width measure by a ratio of air scan values.
C) Penalized-Likelihood Reconstruction, Topogram Generation, and Assessment
For reconstruction, a penalized-likelihood (PL) estimator was chosen. To match the Poisson model, air scan values were used to estimate the bare-beam fluence. A Huber penalty was applied with transition parameter, , and regularization strength, . The δ parameter delta was chosen to be 10 -3 mm -1 based on previous studies and experiments. 11 To determine optimal regularization strength, reconstructions over a range of β values were performed for the highest exposure image. An edge response (between the spine and soft-tissue regions) was computed, and chose the  associated with a 1.5 mm blur. In this high exposure case (231.91mAs), we found β = 400 and this reconstruction was used as our gold standard. For all other exposure levels regularization strength was chosen to minimize RMSE between the gold standard and the lower-exposure reconstruction. All PL volumes were reconstructed with 1x1x1 mm 3 voxels. Fifty iterations of a separable quadratic surrogates algorithm 12 was performed using 20 ordered subsets. Additionally, a basic scatter correction was applied to the data. Specifically, a scalar value was subtracted all projections. This scalar was chosen as a fraction of the lowest pixel values in all projections for each exposure level. RMSE relative to the gold standard was recorded for each low-exposure reconstruction.
In addition to the volumetric reconstructions, we generated synthetic topogram for the anterior-posterior and lateral views. We used the same geometry as the imaging system to re-project the PL reconstruction data at each exposure level. As with the PL volumes, the highest exposure was used as a gold standard and RMSE for lower exposures was computed relative to the gold standard topogram. 
III. RESULTS
A) System Characterization, Data acquisitions, and Dosimetry
Following pulse width measurement experiments, we found that commanded tube pulse values were not accurate and an offset of +2.21 ms was present (based on a linear fit across all exposures). Actual pulse lengths, corresponding exposures, and dosimetry results are summarized in Table 1 . In addition to CTDIW, we estimated dose-length product (DLP) presuming a pitch of 1.0 and 25 cm of axial coverage. Published abdominal CT dose-length products 13 are in the range of 300-500 mGy•cm. Presuming a typical value of 400 mGy•cm and recognizing that topograms are acquired at doses 0.4-2% of the CT scan 10 (or 0.8-4% for bilateral scouts), we expect topograms to be in the range of 3.2-16 mGy•cm -approximately matched to the lower end of our investigated range and suggesting that these acquisitions are comparable in dose to traditional CT topograms. 
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B) Reconstructed Image Volumes
Results of the regularization optimization are included in Table 1 . It is interesting to note that the regularization parameter that achieves the minimum RMSE relative to the gold standard is relatively constant across exposures. (The optimum was at  = 1000 for all but the highest and lowest exposures. The differences in these two cases is small since the action of  tends to be logarithmic.) Sample reconstructions of the highest and lowest exposures are shown in Figure 2 . While the lowest exposure image is clearly noisier, large and high contrast features are still evident in the reconstruction. Tissue boundaries can still be seen but with some difficulty. At the lowest exposures some ring artifacts are starting to become noticeable. Difference images better show the noise structure as well as the presence of some systematic bias -specifically, under-attenuation in soft tissue regions. Figure 3 illustrates the RMSE in low exposure reconstructions as compared to the highest exposure gold standard. The RMSE generally increases slowly with decreasing exposure but appears to increase dramatically at the lowest exposure settings.
C) Synthetic Topograms
In addition to the low-exposure 3D scout investigation in the previous section, synthetic AP and lateral topograms were generated. Sample topograms for the highest and lowest exposures are shown in Figure 4 . Additionally, we show single projection views from the lowest exposure data set. The differences between the synthetic topograms at different exposures is difficult to visualize. Difference images show some increased noise, but bias is more dominant (again, under-attenuation). The source of this bias is unclear but may be due to kVp changes. As compared with single views from the CBCT projection data, the synthetic topograms are much less noisy -indicating that regularization and integration of other views can lead to substantial denoising. RMSE relative to the gold standard topograms are shown in Figure 5 . The RMSE is a very shallow function of exposure, as one might expect from the qualitative assessment of the synthetic topograms. 
IV. DISCUSSION and CONCLUSION
We have presented an approach for low-exposure acquisition of 3D scouts for CT that uses model-based reconstruction to control noise. Initial dose assessments suggest that one can collect such 3D scouts at exposure levels similar to current 2D topograms and produce images that are good enough to show high-contrast and large area anatomical features. In this fashion, we can gain additional 3D information for the same patient exposure of traditional 2D scouts that may enable a variety of advanced dose reduction methods as well as improved patient positioning and tube current modulation. We have also demonstrated that if traditional 2D topograms are desired, these may be formed by re-projecting the 3D scouts. Thus, not only can we gain 3D preview information about the patient anatomy, traditional protocols that require conventional 2D topograms can also be maintained.
